COMMONWEALTH of VIRGINIA

DEPARTMENT OF FORENSIC SCIENCE

CENTRAL LABORATORY 700 NORTH 5TH STREET
A Nationally Accredited Laboratory RICHMOND, VIRGINIA 23219
(804) 786-6971

CERTIFICATE OF INSTRUMENT ACCURACY

INSTRUMENT: Intox EC/IR 11
SERIAL NUMBER: 010525
CERTIFICATION DATE: December 17, 2013
DATE RECERTIFICATION DUE: June 15, 2014

The above listed instrument was found to meet all requirements for accuracy and performance
established by the Department of Forensic Science. This certification is valid from the above

listed certification date until the above listed date for recertification.

= —

~
Timmy L. Neece, Jr.

Forensic Scientist

CITY OF RICHMOND
COMMONWEALTH OF VIRGINIA

The foregoing was acknowledged before me this ")D day of
3 by Timmy L. Neece, Jr.

' 7
Ciera N. Boxley, Notary Public /

i Ciera N. Boxley
A Notary Public - |D 73684173
alth of VA

Commonwe
My Com. Exps.ﬂﬂ#&f_‘ﬁ

My commission expires: August 31, 2014

Ol



Department of Forensic Science
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T

Breath Alcohol Section
Instrument Maintenance History
1/1/1990 To 12/19/2013

Instrument Serial Number: 010525 As of 19-Dec-13
Maintenance Certification Technician
Date Date Initials Remarks
17-Dec-13 17-Dec-13  DBH (21250) CERTIFIED. REPLACED DRY GAS STANDARD.
10-Jul-13 10-Jul-13 DBH (21250) FIRMWARE/SOFTWARE UPGRADE. CALIBRATED AND
CERTIFIED.
20-Jun-13 20-Jun-13  MMB (26417) CERTIFIED.
24-Jan-13 24-Jan-13 DBH (21250) CERTIFIED. REPLACED DRY GAS STANDARD.
01-Aug-12 01-Aug-12 DBH (21250) CERTIFIED.
16-Feb-12 16-Feb-12  DBH (21250) CERTIFIED. REPLACED DRY GAS STANDARD.
24-Aug-11 24-Aug-11  DBH (21250) REPLACED DRY GAS STANDARD, CERTIFIED
22-Mar-11 22-Mar-11  DBH (21250) CERTIFIED
07-Oct-10 07-Oct-10  DBH (21250) REPLACED DRY GAS STANDARD, CERTIFIED
27-Apr-10 27-Apr-10 DBH (21250) CERTIFIED
03-Nov-09 03-Nov-09 DBH (21250) REPLACED DRY GAS STANDARD, CERTIFIED
21-May-09 21-May-09  DBH (21250) FIRMWARE/SOFTWARE UPGRADE, CERTIFIED.
12-Dec-08 12-Dec-08  DBH (21250) CERTIFIED.
17-Nov-08 17-Nov-08  NMJ (22392) CALIBRATED, CERTIFIED AND ACCEPTED.
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INTOX EC/IR I
Quality Assurance Worksheet 7
Instrument Serial Number 010525 Worksheet Start Date 2117/2013.
Location Montgomery. CO SO
Address 16 S Franklin St Christiansbtrg VA 24073
DFS Technician . “Donald Hall License No. 721250

[™ Laboratory

Site Specification: No detrimental environmental conditions exist.

Instrument Barometer {mm HG)

Reference Barometer(RB)Serial #

Measurement Assurance Check

¥ On-Site

v

Reference Barometer (mm HG)

RB Calibraticn Due

Standard {sea level} PA Target minimum maximum Sample 1 0.280
0.300 0.277 0.285 Sample 2 0.280
Precision sample min sample max Sample 3 0.279
0.001 0.280
Standard (sea level) PA Target minimum maximum Sample 1 0.093
0.100 0.092 0.095 Sample 2 0.093
Precision sample min sample max Sample 3 0.093
0 0.093

Dry gas standard Lot No. (with tank no.}

W Replaced dry gas standard {(+O-ring)

{~ Installed at Location

{~ Removed to DFS-Central

Notes:

Intox EC/AR Il QA Worksheet
Issued by Calibration and Training Program Manager
Issue Date: 9-December-2013

AG227501:42: 1

Supplies

Mouthpieces
Certificates of Analysis
Operator Worksheet
Other;

DFS Document 250-F113
Revision 7
Page 1 of 2



Instrument Serial Number 010525 Certification Date 12/17/2013

[ Calibrated v Certified W Measurement Assurance Check

¥ Instrument Test [~ Troubleshooting/Maintenance Worksheet Completed

(Successful completion denotes satisfactory condition of the item.)

Standard (sea level) PA Target minimum maximum Sample 1 0.231
0.250 0.231 0.224 0.237 Sample 2 0.231
Precision sample min sample max Sample 3 0.230

0.001 0.230 0.231
Standard (sea level) PA Target minimum maximum Sample 1 0.138
0.150 0.138 0.133 0.142 Sample 2 0.138
Precision sample min sample max Sample 3 0.138

0 0.138 0.138
Standard (sea level) PA Target minimum maximum Sample 1 0.074
0.080 0.074 0.071 0.077 Sample 2 0.074
Precision sample min sample max Sample 3 0.074

0 0.074 0.074
Standard (sea level) PA Target minimum maximum Sample 1 0.018
0.020 0.018 0.015 0.021 Sample 2 0.018
Precision sample min sample max Sample 3 0.018

0 0.018 0.018

All measurements are in g/210L
Estimation of Uncertainty of Measurement and traceability records are located within the Breath Alcohol Section

DFS Technician OQ mc&d/ 5 W/ Date 2 } / O’,/ i
Issuing Analyst ‘%/j//f— Date /.&ﬂo// )

\“\rfbtL

Intox EC/IR 1l QA Worksheet
Issued by Calibration and Training Program Manager
Issue Date: 9-December-2013

DFS Document 250-F113
Revision 7
Page 2 of 2
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intox BC/LH~ii: Certirication e/

Departmentc of porensic sclrence

serial Humber: yitbues lest Numbex: 1587
Test Dater LA 17/ 00103 Test Time: L4:47 RBRST
lechniclan Ilnitials: D8f
pDry vas Target: ., 204
Lot MNuamber: Js¥elsrburd-Li xR Late: lisvils201d
Tank Preszure: o5 pal Barometrlc Pressure: 701 mmHg

sYstem Cnecr: pPasgsed

Test g/ 21l0L Time
D1AG Hass 14:44
BLK U.uuy Lddy
CHE U.241 l12:49
BLK U.uau Ldibl
CHE U. 234 l4:1bh
Bli o, udu L14:53
CHK 0,230 Laribd
BLE U.oud idihe
sugcess

standard Value (at sea leveljy: U.250 g/210L

Ca8rtizlCation status: continued



Lactor BEG/IE-11: Certizication

DEH
ThA

Department of Forensic scjence

Serial HNumber: oiUsl5H Test Number: [553
Tegt Date: 12 L7 JU1l7 Test Time: i4:57 257

Technician nitials: R
bry Gas Target: o, ild

Lot HumDer; Jybigiolid-od mxp bate:
Tank Pressure: oy pg Baycmetrls Fressure: R

syatem CheChk: Passed

Test SWAERRVIE ime
DIAG Fass Ld4:1hy

Bik U ugu Fnruu
CHE U.Llag theruld
Bik U.oou ERSN ) IV
CHE D, Lab L

BLK U, ugu 14
CHEK U, L35 Lo:ydh
BLK 0. ouG 1507

Success
Standard Values (a2t sea ifevel): ¢.150 g/214dL

Cerviticatlion stacus: Ccontinued



tntes BO/LH-11: Certirication Thr”
Dapartment of Forensic Foisnce
1al Mumber: (4unls Test Numbeyr: 1584

3 ¥ i 2 FEN3 BT
I5:08 87

Date: Q4707720403 Test Time:

e

Technician Initlals: OHA
Lry Gas Target: .uld
Lot Wumbex: J0y7i5080iS-UdL BHp Dbate: U5 /0172015
Tank Pressure: Fos psi Barometyic Pressure: U0 pmHg
SYStTem Unegk: fasged

rest s AR RVER Fime

las Hass Lhrygy
HLK U, ui Lo diid
CHE D,ur4 iyl
BLi UL Uy Loils
AT .Uy 4 Ini i
Bk U.yuy Lbili4
CHR U4 ihilh
BHLK U.uguy Lo iw

SuCCess

ltevely: 4,080 g/7210L

[as}
ct
L
o
—
a2
il
2
4
T
<
pA
j
T
s
a1
i
i
T
[t

Certirflication Status: Continued



intoex BG/iIR-11: Certivication

Department of FOYensic Fcience

Sevial Number: OLuUsys Test Number: [585
Test Date: L0 /L7-20103 Test Time: 15H:.18 g57
Technician lnitciais: DB
bry Gas ‘target: d.uld
Lot Wunbhar: Uesiluluii-ib BRp bate: 0401720104
Tank Fressure: 71 psi Harometric Pressure: 7d/ mmHg

dyvatemn Check: Pasged

Test gs 2Lk
plAG rass

-
S S

SN e 3
e

o

BLK SIRITHE IRIAVAY
CHE U.ulLy Lol
Bl U.Doy AR
CHE v, L g Lhidd
Bk (SRR RS Lbildd
CHR UBLoull Loy
BLK UL 19 le
juccess

E

T
T

standard valus (at s Vel U028 g/ 2100

Certitication Status: Hucoess

hsH

G a



D8H

intox HC/LR-1ii: Accuxracy Check Tl

Department of porensic Scilence

ferial Number: Uig525 Test Number: 15ds
Test Date: L2/ 7072013 Test Time: {58;20 EST

UaEs Uarget: J.277

e wxp Late: U8/1872015
Tank bPressure: Ji4 o pgi HaEromeTric Fressure: Y041 mmHg
system check: Fassed

Test gpeill Prme
HLK U gy ibiald
UHE U, 2au Lo ad
BLK g, uiiy Lois3
CHR U, L6y L i4
BLK U.,uuu RS L
CHE U, 279 Lo 3t
PTeat Status: success

Calibration kO Yisc4in’d



Intox

BUALH-1 1

ri
T%Et

ACCuTacy Cneek

Timw: a5

1 Has .9z
Lot HNumber: AcZ27500-12 E:p Late: 10l 2014
Tank Pressure: o¥%4 psi Harometyic Pressure: 701 muHg
systew Check: FPassed

Tamt e s
HEER (P
CHE IS R

HLK LRI Y
HE Uy
Bk G.uua
HE Uousg
88T STARTUS: S
ALy Dration CHO:

HOCess

Tiine
Lo
Ihedy
Emrdd
Ihidd
Lhe4dl
ihidn

1

ih

ffecaliyy
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COMMONWEALTH OF VIRGINIA
DEPARTMENT OF FORENSIC SCIENCE
CERTIFICATE OF BLOOD ALCOHOL ANALYSIS
AS DETERMINED BY A CHEMICAL TEST OF THE ACCUSED’S BREATH
NAME OF ACCUSED NAME OF COURT
BREATH ANALYSIS
SAMPLE EXAMINED AND TEST CONDUCTED BY AGENCY
DES L[CENSE:NUMBEE-{. ] LICENSE EXPIRES DATE TEST COI\}DUCTED
TEST EQUIPMENT NUMBER ' S 2 ;
RESULTS: TIME SAMPLE TAKEN _+°:95 EST
SAMPLE’S ALCOHOL CONTENT _-~° GRAMS PER 210 LITERS OF BREATH

ATTEST:

I CERTIFY THAT THE ABOVE IS AN ACCURATE RECORD OF THE TEST CONDUCTED; THAT THE TEST WAS CONDUCTED WITH THE TYPE OF
EQUIPMENT AND IN ACCORDANCE WITH THE METHODS APPROVED BY THE DEPARTMENT OF FORENSIC SCIENCE; THAT THE TEST WAS
CONDUCTED IN ACCORDANCE WITH THE DEPARTMENT'S SPECIFICATIONS; THAT PRIOR TO ADMINISTRATION OF
THE TEST THE ACCUSED WAS ADVISED OF HIS RIGHT TO OBSERVE THE PROCESS AND SEE THE BLOOD ALCOHOL READING ON THE EQUIP-
MENT USED TO PERFORM THE BREATH TEST, AND THAT I POSSESS A VALID LICENSE TO CONDUCT SUCH TEST, GIVEN UNDER MY HAND
THIS DAY OF , 20

BREATH TEST OPERATOR

[J 1 HAVE RECEIVED A COPY OF THIS CERTIFICATE OF ANALYSIS

SUBJECT’S SIGNATURE

[0 SUBJECT REFUSED TO SIGN FOR COPY OF CERTIFICATE OF ANALYSIS

OPERATOR’S SIGNATURE

DFS Document 250-F300 (Rev 1) FOR COURT
Issue Date 09/01/2009



intoxNet MIS Report

Report Generated 19 Dec 2013 at 09:09

Test Results

MH
Tt

Instrument Serial Number 010525

Test # 001588 Subiject Test
Test Location 1 Department of
Test Date 17 Dec 2013

Operator's Last Name HALL
Agency DFS Central Lab
Card Serial Number 121250
Subject’s Last Name INSTRUMENT
Subject's Middle Initial

Driver's License Number
Driver's License State
End Date 17 Dec 2013 End Time 15:56

Data Type DIAG Sample Value
Data Type BLK Sample Value
Data Type CHK Sample Value
Data Type BLK Sample Value
Data Type SUBJ Sample Value
Data Type BLK Sample Value
Data Type SUBJ Sample Value
Data Type BLK Sample Value

Standard Type Dry Gas Sid
Standard Lot Number AG227501-12
Tank Pressure 688
Blow Sample Number 1 Blow Duration 3.59 sec
Blow Sample Number 2 Blow Duration 3.76 sec
Tamper Evident Stamp cfedc10a
Test Status Success

Test Location 2 Forensic Science
Test Time 15:48
Remote/Local
Operator's First Name DONALD
Effective Date 10/01/2012

Subject's Date of Birth  00/00/0000

Result Time 1555

Test Location 3
System Check Passed
Local
Operator's Middle Initial B
License Number 21250
Expiration Date 10/01/2014
Subject's First Name TEST
Subject's Sex Male
Driver's License Expiration 00/C0/0000
Court Name DFS

Result Date 17 Dec 2013 Result 0.00
Pass Sample Time 15:49
0.000 Sample Time 15:49
0.093 Sample Time 15:50
0.000 Sample Time 15:51
0.000 Sample Time 15:52
0.000 Sample Time 15:53
0.000 Sample Time 15:55
0.000 Sample Time 15:56

Standard Value 0.092
Standard Expiration Date 10/01/2014
Barometric Pressure 701 mmHg
Blow Volume 1918 cc End-of-Blow Time 15:52
Blow Volume 2038 cc End-of-Blow Time 15:55
Test Status Code 0
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